[Modern criteria for the choice of dialysis monitors].
The tasks required of a modern dialysis monitor are explained and the parameters that it supervises are described. Ways in which the maximum degree of safety can be assured are discussed and the criteria applicable the choice of equipment for routine hospital, home and research use are indicated.